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1. Dip 3 times 1. Dip 3 times 1. Dip 3 times Dip 5–10 times to  
remove excess stain

1. Dip 5–10 times to  
remove excess stain2. Immerse 30 seconds 2. Immerse 5 seconds 2. Immerse 5 seconds

3. Tap slide edge against 
absorbent material

3. Tap slide edge against 
absorbent material

3. Tap slide edge against 
absorbent material

2. Air dry using the “cool”  
fan setting

Step 1

Fixative Red stain

Step 2
Blue stain

Step 3

Water

Step 4

Water

Step 5


